The gold-standard for measuring total daily energy expenditure (TEE) in free-living individuals is the doubly-labeled water (DLW) method. The general principle of the method is that after consuming a dose of water labeled with the "heavy" stable isotopes of ^2^H and ^18^O, the elimination rates of these isotopes can be measured in samples of urine, saliva, or blood.([@R1], [@R2]) A baseline sample is obtained prior to dosing, which is assumed to represent the background isotope levels. One or two samples are obtained shortly after dosing (typically within 4--6 hours), which are assumed to represent the point at which the labeled isotopes have fully equilibrated with the body water pools. Samples are then obtained at one or more points after dosing (typically within 1--21 days) and used to determine the rate of elimination of oxygen (k~O~) and hydrogen (k~D~) which are then used to determine the average daily rate of carbon dioxide production (rCO~2~ in mole/day) over the measurement period. rCO~2~ is then converted to the average daily volume of CO~2~ production (VCO~2~, L/day), which is used to estimate TEE, using an assumed respiratory quotient (typically 0.85) and the equation of Weir.([@R3]) There are a number of assumptions built into these equations, and the impact they have on the determination of rCO~2~ have been previously considered (reviewed in Speakman, 1997).([@R2]) Some of these issues were conclusively resolved, such as the use of a two-pool model (i.e. separate pools for the loss of ^18^O and ^2^H) to estimate the dilution spaces for large animals including humans, and the use of population rather than individual estimates of the dilution space ratio when calculating the size of the total body water (TBW) pool.([@R2], [@R4], [@R5]) However, while there has been some discussion in the literature of other issues such as estimating TBW using the plateau or intercept methods, ([@R6], [@R7]) and whether to use one or the average of the two post-dose samples in this estimate, these issues have not been resolved and continue to vary from lab to lab. Furthermore, although many labs use only two samples (post-dose and end of study) to determine k~O~ and k~D~, it is conceivable that using multiple samples (*e.g.* daily) to determine k~O~ and k~D~ may improve the accuracy and precision of the DLW method.([@R8]--[@R10]) In addition, there have been several different equations published to estimate rCO~2~. Which combination of approaches to estimate TBW (plateau vs. intercept), k~o~ and k~D~ (two-point model vs. exponential decay), and equations to determine rCO~2~ produces the greatest accuracy and precision is not known. Moreover, the existence of multiple protocols and calculation types potentially compromises comparisons between studies.

Another factor that impacts the accuracy and precision of the DLW technique is that ^2^H and ^18^O occur naturally and their background levels fluctuate over time, primarily due to variations in sources of water and food in the diet.([@R11]) To accurately determine k~D~ and k~O~, the sample enrichments must be expressed as enrichments above background. The most common practice is to obtain a sample prior to dosing and assume that the background levels remain constant over the measurement period.([@R9], [@R12]) However, if the natural (background) abundance changes substantially during the measurement period, this can result in errors in determining rCO2 and TEE.([@R12]) It has been suggested that background fluctuations of ^18^O and ^2^H during the course of a typical DLW experiment might be reconstructed from changes in the levels of ^17^O.([@R13]--[@R15]) Measurements of natural abundance variations of ^17^O by mass spectrometry are, however, technically challenging. The emergence of laser-spectroscopy approaches to isotope determination in water has made measurement of ^17^O much more feasible.([@R16], [@R17]) Indeed, we have previously shown using off-axis integrated cavity output spectroscopy (OA-ICOS) that background fluctuations of ^17^O are highly correlated with background fluctuations of both ^18^O and ^2^H, and suggested that measurements of ^17^O could be used to measure and correct for the background isotope fluctuations of ^18^O and ^2^H in body water. ([@R13]) However, this approach has one substantial limitation, namely that the ^17^O stable isotope is enriched along with the ^18^O stable isotope in all commercially-available water enriched in ^18^O, and therefore ^17^O in dosed subjects is not at background abundance. Nevertheless, there are mathematical approaches which may overcome this problem.

The purpose of the analysis presented here is to determine the combination of approaches to calculate TBW, k~O~ and k~D~, and equations to estimate rCO~2~, which produces the best accuracy and precision of the final, calculated daily VCO~2~. To achieve this, we used data from our recently-completed off-axis integrated cavity output spectroscopy (OA-ICOS) validation study using near continuous measurements from whole-room indirect calorimetry with additional measurements of ^17^O by OA-ICOS.([@R18]) Additionally, we explored the potential to use these OA-ICOS ^17^O measurements to improve the accuracy and precision of the DLW method by correcting for background enrichment fluctuations.

EXPERIMENTAL {#S5}
============

Participants {#S6}
------------

Adult volunteers (≥ 18 years) were recruited from the University of Colorado Anschutz Medical Campus and local communities. The study was registered on [ClinicalTrials.gov](http://ClinicalTrials.gov) ([NCT01938794](NCT01938794)). Primary study exclusion criteria were self-reported smoking or use of smokeless tobacco products, self-reported chronic disease (e.g. heart disease, diabetes, or thyroid disease), or currently pregnant. The study was approved by the Colorado Multiple Institutional Review Board on May 2, 2013. As reported previously, 17 participants completed the primary validation study.([@R18]) However, the isotope enrichments for one subject did not exhibit an exponential decay, likely due to measurement errors; because this would introduce artificial errors into the exponential modeling, this participant was excluded from the current analysis. Thus, the sample included in the current analysis consisted of 16 participants (9 females; age = 24--63 years; weight = 48.9--115.0 kg; BMI = 19.4 -- 46.4 kg/m^2^).

Experimental design and study procedures {#S7}
----------------------------------------

TEE and near continuous 24 h EE were measured simultaneously for 7 consecutive days using DLW and whole room indirect calorimetry, respectively, as previously described.([@R18]) Upon arrival on day 1, body weight was measured and a baseline urine sample was obtained for determination of background isotope abundances. Participants were then given an oral dose of 0.25 g of 98 atom percent excess (APE) ^18^O labeled water and 0.14 g 99.8 APE ^2^H labeled water (Sigma Aldrich) per kg of total body water. Highly-enriched ^18^O labeled water was used to minimize the concurrent enrichment of ^17^O. After the dose was provided, subjects entered the room calorimeter to begin the 7 day study. Post-dosing urine samples were obtained 4 (PD4) and 5 hours (PD5) after the DLW dosing. The second urine void of the day was collected on days 2--7. On Day 8, subjects exited the calorimeter and end-dose urine samples were obtained at the same times of day as on Day 1 (ED4 and ED5).

OA-ICOS analysis of urine samples {#S8}
---------------------------------

Previously frozen urine samples were prepared and analyzed by OA-ICOS as previously described ([@R13], [@R16]). Simultaneous measurements of *δ*^2^H, *δ*^18^O, and *δ*^17^O were performed on each individual injection into the spectrometer. Isotopic data from the OA-ICOS analyzer were processed using commercially-available Post Analysis Software (LGR, version 3.1.0.9) as previously described.([@R13], [@R16]) All samples were run and analyzed in duplicate, and repeated if the difference between runs exceeded 2 *δ*‰ for ^2^H:^1^H or 1 *δ*‰ for ^18^O:^16^O. ^2^H:^1^H and ^18^O:^16^O data from the original study ([@R18]) was used for all analyses; ^17^O:^16^O data, which was collected simultaneously with the other isotope data, is reported here for the first time.

Calculation of Dilution spaces (N~O~ and N~D~) {#S9}
----------------------------------------------

Isotope dilution spaces were calculated using the plateau and intercept methods. In the plateau method, the dilution space is calculated from the measured isotope value of the post-dose sample(s) without further adjustment. Samples are assumed to represent the point of maximum enrichment. In the intercept method, the maximum isotope enrichment is calculated as the back-extrapolation of the isotope elimination to time zero, and this calculated maximum enrichment is used to determine the dilution space. The intercept dilution space was determined using each of the tested elimination rate methods (*e.g*. exponential), and used as appropriate with the matching elimination rate method in each individual calculation. For both the plateau and intercept approaches, N~D~ and N~O~ were calculated using each of the post-dose samples (PD4 and PD5), as well as the average of these two samples.

Calculation of isotope elimination rates {#S10}
----------------------------------------

Isotope elimination rates (k~O~ and k~D~) were calculated using four different approaches. In the traditional two-point method using the standard linear least-squares fit to log transformed data method as described by Schoeller et al. ([@R4]), four calculations for each elimination rate (pairwise 2-point linear fits for PD4 and PD5 with ED4 and ED5) were determined and averaged to create the final rate. We also utilized the daily urine samples to calculate isotope elimination rates using three different best-fit approaches. The linear fit to log method involved log(e) transformation of the isotope abundances followed by a linear least-squares fit to the data to determine the elimination rates. The exponential fit used the isotope abundances without further transformation and a Levenberg-Marquardt non-linear least-squares exponential fit to the data to determine the elimination rates. The weighted exponential method utilized a Levenberg-Marquardt non-linear least-squares exponential fit to the data with the measured standard deviations of the isotope measurements used as weighting factors in the calculation of chi squared. Simply stated, in the weighted fit, measurements with a high standard deviation are given less weight in creating the exponential fit than measurements with a low standard deviation. With all four approaches, enrichments were determined after subtraction of the estimated natural background isotope abundances, either assumed to equal the pre-dose sample or calculated using the background fluctuation correction. All calculations were performed in Igor Pro (v 6.37, WaveMetrics).

Calculation of the rate of CO~2~ production (rCO~2~) from k~O~, k~D~, N~O,~ and N~D~ {#S11}
------------------------------------------------------------------------------------

rCO~2~ was calculated using six different equations that have been proposed for converting the elimination rates (k~O~ and k~D~), and dilution spaces (N~O~ and N~D~) into rCO2: equation 35 of Lifson and McClintock,([@R1]) $$rCO_{2} = \left( {N_{O}/2.08} \right)*\left( {k_{O} - k_{D}} \right) - 0.015*N_{O}*k_{D}$$equation 3 of Coward et al 1985,([@R19]) $$rCO_{2} = \left( {1/2.08} \right)*\left( {N_{O}*k_{O} - N_{D}*k_{D}} \right) - 0.015*N_{D}*k_{D}$$equation A6 of Schoeller et al. ([@R4]) as updated in 1988 ([@R20]), $$rCO_{2} = \left( {N/2.078} \right)*\left( {1.01*k_{O} - 1.04*k_{D}} \right) - 0.0246*N*1.05*\left( {1.01*k_{O} - 1.04*k_{D}} \right)$$ where N = ((N~O~/1.01)+(N~D~/1.04))/2equation 2 of Speakman et al 1993,([@R5]) $$rCO_{2} = \left( {N/2.078} \right)*\left( {1.01*k_{O} - 1.0532*k_{D}} \right) - 0.0246*N*1.05*\left( {1.01*k_{O} - 1.0532*k_{D}} \right)$$ where N = ((N~O~/1.01)+(N~D~/1.0532))/2equation 1 of Racette et al. 1994,([@R21]) $$rCO_{2} = \left( {N/2.078} \right)*(1.01*k_{O} - 1.0*k_{D}*R_{dil}) - 0.0245*N*1.05*(1.01*k_{O} - 1.01*k_{D}*R_{dil})$$ where N = ((N~O~/1.01)+(N~D~/(1.01\*R~dil~)))/2, R~dil~ = ($\overline{R_{dil}}$ + 1.034)/2, and $\overline{R_{dil}}$ is the average dilution space ratio from the current studyequation 17.41 of Speakman,([@R2]) $$rCO_{2} = \left( N/2.078 \right)*\left( k_{O} - \overline{R_{dil}}*k_{D} \right) - 0.0062*N*k_{D}*\overline{R_{dil}}$$ where N = (N~O~+(N~D~/$\overline{R_{dil}}$)) and $\overline{R_{dil}}$ is the average dilution space ratio from the current study.

These equations differ in their treatments of the impact of fractionation of isotopes, fractionation temperature assumed, isotope dilution spaces (a single space or one for each isotope), and population dilution space ratio. ([@R2]) The rationales for the different derivations can be found in Speakman. ([@R2])

Background Fluctuation Correction {#S12}
---------------------------------

Isotopic measurements of ^17^O were used to measure and correct for background isotope fluctuations of ^18^O and ^2^H in body water samples. However, enrichment of ^17^O in the enriched ^18^O dose necessitated a mathematical model of the measured ^17^O data and subtraction of the ^17^O enrichment prior to the background fluctuation correction. Fourteen different methods of modeling the ^17^O enrichment followed by background fluctuation correction were compared with no background fluctuation correction. In each case the measured ^17^O of the pre-dose urine sample was subtracted from the ^17^O data before modeling. Weighted fits use the standard deviations of measured isotope ratios as weighting factors in the calculation of chi squared. All calculations were performed in Igor Pro (v 6.37, WaveMetrics). The fourteen modeling methods were: Exponential fit to ^17^O/^16^O ratios fixing background offset to zeroWeighted exponential fit to ^17^O/^16^O ratios fixing background offset to zeroExponential fit to ^18^O/^16^O ratios fixing background offset to zero; use this fixed calculated oxygen elimination rate in an exponential fit to ^17^O/^16^O ratios fixing background offset to zeroWeighted exponential fit to ^18^O/^16^O ratios fixing background offset to zero; use this fixed calculated oxygen elimination rate in an exponential fit to ^17^O/^16^O ratios fixing background offset to zeroIteration of (c) above until the calculated ^18^O elimination rate is stableIteration of (d) above until the calculated ^18^O elimination rate is stableFully proscribe an exponential decay describing the ^17^O enrichment with the following parameters: background offset of zero, maximum value equal to the measured PD4 ^17^O/^16^O ratio, and elimination rate from the ^18^O elimination rateIteration of (g) above until the calculated ^18^O elimination rate is stableExponential fit to ^17^O/^16^O ratios floating background offsetWeighted exponential fit to ^17^O/^16^O ratios floating background offsetExponential fit to ^18^O/^16^O ratios fixing background offset to zero; use this fixed calculated oxygen elimination rate in an exponential fit to ^17^O/^16^O ratios floating background offsetWeighted exponential fit to ^18^O/^16^O ratios fixing background offset to zero; use this fixed calculated oxygen elimination rate in an exponential fit to ^17^O/^16^O ratios floating background offsetIteration of (k) above until the calculated ^18^O elimination rate is stableIteration of (l) above until the calculated ^18^O elimination rate is stable

Many of the methods (c-h and k-n) rely on the assumption that all oxygen elimination occurs at the same rate, *i.e.* the elimination rate measured for ^18^O is the same as the elimination rate for ^17^O. As there is no evidence that the elimination rates of the two oxygen heavy stable isotopes would be different, and the since differences in fractionation are small compared with the elimination, we believe this is a reasonable assumption.

Each model of the ^17^O enrichment was subtracted from the measured ^17^O/^16^O ratios, resulting in ^17^O residuals. These residuals are hypothesized to be measurements of the background fluctuations of the ^17^O isotope. Previously measured relationships between ^17^O/^16^O and ^18^O/^16^O and ^17^O/^16^O and ^2^H/^1^H were utilized with the ^17^O residuals to correct ^18^O and ^2^H isotopic abundances for the effects of background fluctuations ([@R13]). Adjustments were made on the raw isotope ratios (rather than delta values) using the following equations, which were derived using linear fits to experimental data of urine from 40 undosed human subjects ([@R13]): $$Adj\frac{2H}{1H} = \frac{2H}{1H} + Resid\frac{17O}{16O} \times 4.88989$$ $$Adj\frac{18O}{16O} = \frac{18O}{16O} + Resid\frac{17O}{16O} \times 9.6223$$

These adjustments use the measured correlation in fluctuations between isotopes to create a background fluctuation correction. Background fluctuation correction was utilized with each combination of calculations, including all methods of dilution space, isotope elimination rate, and rCO~2~ calculation equations.

*Statistics -* Differences between IC and the various calculation approaches were determined using paired t-tests. Because the various calculations are not independent, they cannot be directly compared with one another, hence each calculation was separately compared to IC. Level of agreement was evaluated using the difference between the criterion and observed values (percent error, a measure of accuracy), the average absolute value of the accuracy (average percent precision, a measure of precision), root mean squared error (RMSE, a measure of the magnitude of errors resulting from both bias and variability), and Bland-Altman plots (which provide a measure of bias and limits of agreement, as well as determining whether the error is associated with the magnitude of the criterion measure). The Bland-Altman analyses were performed using the IC as the criterion measure. Significance for all tests was set at p=0.05. Analyses were performed using Origin Pro (9.0, Northampton, MA). Data are reported as mean ± SD.

RESULTS {#S13}
=======

Calculation of Dilution spaces (N~O~ and N~D~) and Ratios {#S14}
---------------------------------------------------------

Dilution spaces (N~O~ and N~D~) were determined using 4hr and 5hr urine measurements and the average of the two, using both the plateau and intercept methods ([Table 1](#T1){ref-type="table"}). The table shows only the results using the two-point isotope elimination rate for simplicity. Regardless of approach N~D~ and N~O~ were similar, and the average dilution space ratios were close to the population value for adult humans of 1.036.([@R22]) As expected, dilution spaces calculated using the plateau method are slightly greater than those calculated by the intercept method.

To demonstrate the effect of the dilution space calculation on calculated VCO~2~, the six dilution space calculation methods were used with a two-point elimination calculation, the modified Schoeller A6 equation (*equation c* above) ([@R4], [@R20]) and no background fluctuation correction. With the intercept method, there were no significant differences between calculated and measured VCO~2~, regardless of which time points (4hr, 5hr, or the average of the two) were used to calculate the dilution spaces ([Figure 1](#F1){ref-type="fig"}). Conversely, with the plateau method, calculated VCO~2~ was 4--6% lower than IC measured VCO~2~ for all time points.

Calculation of isotope elimination rates {#S15}
----------------------------------------

[Figure 2](#F2){ref-type="fig"} shows the percent error between DLW and IC VCO~2~ for the four different methods of calculating the isotope elimination rates. These calculations used the average dilution space calculated with the intercept method, the modified Schoeller et al A6 equation (*equation c* above)([@R4], [@R20]) and no background fluctuation correction. Regardless of the method, there were no statistically significant differences between calculated and measured VCO~2~. The most accurate (−0.5%) and precise (4.7%) calculation method was found to be the exponential fit. Calculations made with the plateau method showed a similar pattern with the choice of method for calculation of the isotope elimination rates.

Calculation of CO~2~ production (VCO~2~) {#S16}
----------------------------------------

[Figure 3](#F3){ref-type="fig"} shows the percent error for six different equations used to calculate rCO~2~ using the average dilution space determined with the intercept method and no background fluctuation correction. For comparison purposes, these calculations were performed using the two-point elimination rate ([Figure 3b](#F3){ref-type="fig"}) and the exponential elimination rate ([Figure 3a](#F3){ref-type="fig"}). Significant differences between calculated and measured VCO~2~ were observed for the equations of Lifson,([@R1]) Coward,([@R19]) and Speakman([@R5]) (*equations a, b,* and *d* above, respectively). However, there were no significant differences in calculated and measured VCO~2~ with the equations of Schoeller,([@R4], [@R20]) Racette,([@R21]) and Speakman,([@R2]) (*equations c, e,* and *f* above, respectively). Similar results were obtained whether the two-point or exponential-fit methods were used to determine the isotope elimination rates. The average (standard deviation) percent error for the Schoeller,([@R4], [@R20]) (*equation c*) Racette,([@R21]) (*equation e*) and Speakman ([@R2]) (*equation f*) equations were −0.5% (6.1%), 0.7% (6.0%), and 1.7% (6.4%) respectively using the exponential elimination method, and −3.0% (8.0%), −1.8% (7.9%), and −1.0% (8.1%) using the two-point elimination calculations.

Background Fluctuation Correction {#S17}
---------------------------------

Average percent precisions were calculated using ^17^O to adjust for fluctuations in background abundances. Permuting all methods of determining dilution spaces, elimination rates, DLW calculation equations, and background fluctuation correction resulted in 2160 different combinations. The average percent precision for each calculation is shown as a single point in [Figure 4](#F4){ref-type="fig"}. Because the intercept and plateau methods of calculating dilution spaces give similar results, results from only the intercept method are shown. Each point on the x axis represents a single combination of approaches and equations to calculate dilution spaces, isotope elimination rates, and VCO~2~. Each point at a given x position represents a different approach to correct for background fluctuations; the black points represent the results without background fluctuation correction, and each color represents one of the 14 different background fluctuation correction approaches. Six methods of ^17^O enrichment subtraction and background fluctuation correction produce consistently less precise results than no background fluctuation correction (points above the black line in [Figure 4](#F4){ref-type="fig"}) while seven methods produce more precise results than no background fluctuation correction (points below the black line in [Figure 4](#F4){ref-type="fig"}).

The impact of the seven best methods of background fluctuation correction on the precision and accuracy of the VCO~2~ measurement is shown in [Figure 5](#F5){ref-type="fig"}. The leftmost point shows a 'typical' calculation without background correction (average of the dilution spaces using the intercept method from the 4 and 5 hr post dose samples, two-point elimination calculations, the Schoeller et al. A6 ([@R4], [@R20]) equation). The second point shows the most precise (measured as average percent precision) calculation without background fluctuation correction, which utilizes the intercept dilution space (using the 4hr time point for the post dose sample), exponential elimination calculations, and the Schoeller et al. A6 ([@R4], [@R20]) equation (*equation c*); this calculation is shown in the first x position in [Figure 4](#F4){ref-type="fig"}. This result is compared with seven different methods of ^17^O enrichment subtraction and background fluctuation correction using the same approaches to the calculations other than the background fluctuation correction. Changing from the two-point to the exponential elimination rate calculation improved the precision from 6.0% to 4.5% and the RMSE from 41.5 to 24.7. Adding the background fluctuation correction using the best-performing model (b) further improves the percent precision to 4.2% and the RMSE to 23.4. The improvement in precision when the background fluctuation correction is applied is small compared to the improvement afforded by using an exponential elimination rate calculation. Regardless of approach used to estimate background fluctuation, average precision was 4.2 -- 4.5%.

We performed a Bland-Altman analyses of a typical approach ([Figure 6](#F6){ref-type="fig"}, left) and the overall most precise combination of approaches and calculations ([Figure 6](#F6){ref-type="fig"}, right; intercept method to determine the dilution space using only the 4hr post dose sample; exponential elimination to determine isotope turnover rates; the equation of Schoeller et al. to calculate VO~2~ ([@R4], [@R20]); and background fluctuation correction using the weighted exponential fit to ^17^O/^16^O ratios fixing background offset to zero). Applying the most precise combination of steps reduced the magnitude of the bias (from +8.65 to −1.96 L/day), and produced a smaller and more centered 95% CI (−13.69 to +9.76 vs. −8.22 to +25.53 L/day).

DISCUSSION {#S18}
==========

The purpose of this study was to determine the optimal combination of approaches for calculating dilution space, isotope turnover rates, and equations to calculate VCO~2~ using the DLW method that produces the most accurate and precise measurements of VCO~2~. We also determined if applying methods to account for background fluctuations in natural isotope abundance improved this precision. First, we determined that using the different time point measurements to determine the dilution space had no effect on the accuracy of VCO~2;~ regardless of approach used, calculated VCO~2~ was not significantly different from measured VCO~2~. However, there were differences between the intercept and plateau method, with the plateau method producing statistically significant 4--6% lower results. The plateau method producing lower VCO~2~ is to be expected since the oxygen elimination rate is greater and thus the extrapolation to time zero creates a larger difference for oxygen elimination than for hydrogen elimination. Second, we determined that exponential fitting of daily measurements of isotope abundance substantially improved the average percent precision (4.5%) and accuracy (−0.5%) of the VCO~2~ results compared with the two-point approach (6.0% and −3.0%, respectively). Finally, we demonstrated that utilizing ^17^O measurements to correct for errors due to background isotope fluctuations resulted in additional but small improvements to the precision (4.2%) and accuracy (0.2%) of the calculated VCO~2~.

The exponential and weighted exponential isotope elimination methods give median percent error closer to zero than the two-point method, while the linear fit to log method gives a slightly higher median error than the two-point method ([Figure 2](#F2){ref-type="fig"}). For all four elimination calculations the mean VCO~2~ is not statistically significantly different from that measured by IC. It is important to note that while the weighted exponential method gives the lowest percent error, the precision of the measurement is negatively impacted. This is likely due to the fact that the weighting factors are standard deviations of a small number ([@R2]--[@R3]) of measurements and therefore not statistically representative of the actual uncertainty in the measurements. We conclude that of the methods tested, the most promising method of isotope elimination determination for an 8 day protocol is an exponential fit to the isotope values including those at 4 and 5 hours post dose, daily for the next 7 days, and on day 8 at the same times as the post dose samples. A potential caveat in this recommendation is that the behavior of subjects in the chamber is more constrained than that of free-living subjects, likely leading to reduced day to day variation in energy demands. In practice if individuals in the real world modulated their behavior in relation to, for example, differences between the work week and weekend, then the assumption of a single underlying exponential would be violated. These potential differences were not mimicked by the activities of individuals in the chamber. It has been noted previously that such temporal deviations from a single exponential may lead to systematic errors when curve fitting of multiple points is employed ([@R2], [@R9], [@R10])

Another more theoretical point regarding the difference between the multiple-point, curve-fitting method and the two-point method is whether the improvement with the multi-point approach derives from the distribution and fitting of the measurements, or whether it is a consequence of simply performing a greater number of total analyses. In the multi-point approach, samples are collected twice on the first and last day and every day for the intervening 6 days and analyzed in duplicate, leading to 20 total analyses. In contrast, when using the two point method there are only 4 points in duplicate (2 on each of the first and last days) and therefore fewer than half the total number of analyses. This raises the question of whether increasing the number of analyses in the 2 point method to have the same number of analyses would lead to greater precision in the two-point method. The present work does not resolve this theoretical issue, but it does suggest that multi-point sampling provides improvements over 2 point sampling as it is currently practiced.

A lower susceptibility to analytical errors in any one isotope measurement is difficult to rigorously test, but we do note that the majority (75%) of the percent errors produced by the exponential elimination calculations are lower than those produced by the two-point method, suggesting a more robust calculation. Notably, the error on the subject (S11, outlier in [Figure 6](#F6){ref-type="fig"}) with the poorest agreement with IC falls from 23% error to 13% error with the use of an exponential elimination calculation. The use of additional isotope measurements also increases the chances of including more measurements with analytical errors; it is possible that this phenomenon accounts for the subjects for which the exponential elimination calculation is less accurate than the two-point calculation.

Six different equations for calculating VCO~2~ from the dilution spaces and elimination rates produced significantly different results. The equations of Schoeller,([@R4], [@R20]) Racette,([@R21]) and Speakman,([@R2]) (*equations c, e,* and *f* respectively in the methods) produced VCO~2~ values not significantly different from IC while the equations of Lifson and McClintock,([@R1]) Coward,([@R19]) and Speakman et al. ([@R5]) (*equations a, b,* and *d* respectively), produced VCO~2~ values significantly different from IC. The main reason why the Lifson and McClintock equation performed poorly is that it is a single pool model. There are theoretical reasons why in smaller animals, for which the Lifson and McClintock equation (*equation a*) was originally designed, single pool models may be most appropriate, but in larger animals two-pool models are theoretically superior.([@R23], [@R24]) In addition this model depends on fractionation assumptions at an inappropriate body temperature. Although the Coward equation is a two-pool model it also uses an inappropriate fractionation assumption. The Coward equation also uses individual dilution spaces; the original suggestion was that utilizing the individual dilution spaces should reduce the precision error, but in our data and previous studies that was not the case. This is presumably because most of the variation in the dilution space ratio is analytical. ([@R5], [@R21], [@R25]) The equation by Speakman et al ([@R5]) utilizes the appropriate fractionation factors but has a dilution space ratio that is too high because it was derived from an inter-study average that included studies that were based on zinc reduction of untreated urines for analysis of the hydrogen isotope.([@R5], [@R26]) The three equations (*c, e,* and *f*) that were not significantly different from the IC data all utilize the appropriate fractionation factors for human body temperature and differ only slightly in the exact dilution space ratio that is incorporated into the equation depending on the source of the studies used to derive the average. These results suggest these minor differences in dilution space ratios do not significantly impact the correspondence between DLW and IC results and data derived using any of these three equations is likely to be unbiased and comparable between studies.

To test the hypothesis that ^17^O could be used to measure and correct for the background isotope fluctuations of ^18^O and ^2^H in body water during DLW measurement, ([@R13]) the ^17^O isotope of all urine samples was measured simultaneously with ^18^O and ^2^H measurements. Fourteen different methods for modeling the ^17^O enrichment were tested. Highly-enriched ^18^O labeled water was used to minimize the concurrent enrichment of ^17^O, although this is likely to be unnecessary since the ^17^O enrichment is accounted for by the enrichment modeling. Of the thousands of different combinations, only for a few calculation types does the background fluctuation correction using ^17^O afford any improvement ([Figure 4](#F4){ref-type="fig"}). Notably, the ^17^O correction for background fluctuation worsens precision for all analyses using the two-point method for the isotope elimination rate. This is likely due to the fact that the two-point method does not provide sufficient data to accurately model and subtract the ^17^O enrichment. However, for the most precise methods, the ^17^O correction for background fluctuation improves precision for several different models of ^17^O enrichment, indicating that the improvement is not an artifact of the model used. In addition, the models that improve precision include both those that measure the oxygen decay rate using the ^17^O and the ^18^O data, lending credence to our assumption that the rates are the same.

We hypothesize that one reason for the small effect of the background fluctuation correction is the short (8 day) duration of this study, necessitated by subjects remaining inside the indirect calorimeter for the entire study period to have a comparison measurement. A short study duration produces end-of-study abundances that are quite high compared with background isotope values and thus are not as susceptible to errors caused by background fluctuations. This would not be the case for longer DLW studies (e.g. 14--21 days).

This study, as is the case for all studies involving validation of the DLW method by IC, is limited by the necessity of keeping participants in the IC for the duration of the study. This limited the duration of the study (8 days), the diversity of food and liquid intake, and the physical activity of the participants. To mitigate the physical activity issue somewhat, participants were instructed to exercise on a treadmill every day in the chamber. Furthermore, some participants varied their exercise over different days. No differences were noted to correlate with exercise differences. We also did not find any evidence for a systematic relationship between BMI and the difference between the DLW and IC estimates (data not shown). Nor was any sex-related bias evident from the comparison (data not shown). This lends confidence that measurements by DLW of expenditure related to sex and adiposity will not be biased.

We conclude that the addition of daily urine and ^17^O measurements along with optimized sampling protocol and calculations can improve the accuracy and precision of DLW experiments. The greatest improvements in precision (from 6% to 4.5%) and accuracy (from −3% to −0.5%) were found by moving to an exponential-fit determination of the isotope elimination rates based on daily urine collections. Such improvements were found regardless of the final isotope abundancebut may partly reflect the more constant day-to-day variation in EE in calorimetry chambers. A small additional improvement in both precision (to 4.2%) and accuracy (to +0.2%) was gained by utilizing ^17^O measurements to correct for errors due to background isotope fluctuations. This improvement may become more substantial if final isotope abundances are closer to background levels. Additional experiments will be necessary to fully understand the possibilities for the background fluctuation correction and associated lowering of the necessary isotope dose for DLW experiments.
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###### 

Percent error in VCO~2~ using average, 4 hour, and 5 hour dilution spaces compared to the criterion measure IC with the intercept (left) and plateau (right) methods. Box represents interquartile range with center line at median and center square at mean. Error bars represent 5'th and 95'th percentile, diamonds maximum and minimum values. Paired t-tests of each DLW calculation with the IC criterion measure indicate which equations show significant differences from IC (\*, p=0.05).
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![Percent error in VCO~2~ using different methods to calculate the isotope turnover rates compared to the criterion measure IC with the intercept method. Box represents interquartile range with center line at median and center square at mean. Error bars represent 5'th and 95'th percentile, diamonds maximum and minimum values.](nihms-1527719-f0003){#F2}

###### 

Percent error in VOC~2~ using six previously-published DLW equations compared to the criterion measure IC with exponential fit (a) and two-point (b) calculations of elimination rates. Box represents interquartile range with center line at median and center square at mean. Error bars represent 5'th and 95'th percentile, diamonds maximum and minimum values. Paired t-tests of each DLW calculation with the IC criterion measure indicate which equations show significant differences from IC (\*).
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![Average percent precision of multiple combinations of approaches and equations to estimate dilution spaces, elimination rates, and VCO~2~ with application of different methods of utilizing ^17^O abundances to correct for background fluctuations (intercept method). The black trace shows the average percent precision of each combination of equations without any correction and each color represents a different background correction approach. The inset shows an enlargement of the data for the most precise combinations with and without ^17^O background fluctuation correction.](nihms-1527719-f0006){#F4}

###### 

Average percent precision (left) and root mean squared error (RMSE, right) of VCO~2~ calculated from DLW data compared to the criterion measure IC. The most precise combination of calculations without background fluctuation (no 17) is compared with the seven best methods of background fluctuation correction using the ^17^O data (model type listed on the x axis). VCO~2~ determined using a standard approach (left most point) is included for comparison.
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###### 

Bland-Altman plots of a typical approach for calculating VCO~2~ (left) and the most precise combination of equations and approaches for determining dilution spaces, turnover rates, and VCO~2~ after background fluctuation correction (right; approach "b" in [Figure 5](#F5){ref-type="fig"}) compared to VCO~2~ measured using IC.
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###### 

Deuterium (N~D~) and oxygen (N~O~) dilution spaces (kg) and dilution space ratio (N~D~:N~O~) measured using 4 hour and 5 hour urine measurements and the average of the two. Results are presented for both plateau and intercept methods. Mean (SD).

              Intercept Method   Plateau Method                                                          
  ----------- ------------------ ----------------- ----------------- ----------------- ----------------- -----------------
  N~D~        38.3 (6.6)         38.8 (6.9)        38.5 (6.7)        39.0 (6.6)        39.7 (6.8)        39.4 (6.7)
  N~O~        37.1 (6.3)         37.5 (6.6)        37.3 (6.4)        37.9 (6.3)        38.6 (6.6)        38.2 (6.5)
  N~D~:N~O~   1.0323 (0.0058)    1.0335 (0.0050)   1.0329 (0.0053)   1.0291 (0.0065)   1.0292 (0.0056)   1.0292 (0.0059)
